Surgical access complications during endovascular aneurysm repair (EVAR) are reported relatively frequent. HARMONIC FOCUS ® (HF; Ethicon EndoSurgery Inc., Cincinnati, Ohio, USA) is a device developed to improve bleeding control and reduce heat-related damage stemming from surgical preparation. The aim of this study was to evaluate outcomes and safety of HF versus conventional haemostasis with electrocautery, both techniques used in the same patient. Five patients developed bilateral wound's thickening (13.9%) demonstrated at the CT scan, two of whom had no clinical manifestation while in three cases the thickening was associated with lymphocele (4.54%), 2 of which were in the side where the EC was used (5.5%), and 1 case (2.7%), in the HF applied side. One isolated lymphocele occurred at the left groin (2.7%) (tables n.2-3). A Fisher's exact test was conducted between EC and HF on the occurrence of wound healing complications (3/36 for EC and 1/36 for HF) that resulted statistically significant at p<0.05. Focus Harmonic Scalpel has certain advantages than conventional haemostasis in avoiding surgical access complications.
I. INTRODUCTION
The surgical exposure of femoral vessels is relatively easy to perform yet can still be affected by several complications of surgical wound healing. While endovascular aneurysm repair (EVAR) has decreased morbidity and mortality rates when compared to open surgical repair, nevertheless some complications resulting from the EVAR procedure still remain. Surgical access complications such as lymphoceles, lymphorrhoea, wound infection and dehiscence are reported in the literature with an incidence rate of 13%
1 . HARMONIC FOCUS® (HF; Ethicon Endo-Surgery Inc., Cincinnati, Ohio, USA) is a device developed to improve bleeding control and reduce heat-related damage stemming from surgical preparation. Through the use of ultrasound energy, the HR cuts and coagulates soft tissue and vessels at much lower temperatures than radiofrequency-based devices, with minimal thermal damage to the surrounding tissues 2 . Ultrasonic energy is an efficient alternative to traditional electrocautery as its combination of high frequency (55.5 kHz) and limited intensity make it a risk-free method for operators and extremely safe and reliable for the patient. By using lower temperatures (50-100°) HF® scissors also increase the safety of the surrounding tissue, like nerves and other vessels. It also doesn't interfere with implantable devices such as defibrillators and pacemakers, very common in vascular surgery patients, as it doesn't use electricity. Notwithstanding these advantages, there is a paucity of literature on the HR and so herein we report on our experience using both electrocautery (EC) and HF ® on the same patient in the surgical exposure of femoral vessels for EVAR to evaluate any significant differences in terms of the presence of wound healing complications in mid and long-term follow-ups.
II. METHODS
Data of all patients who had undergone EVAR with surgical exposure of femoral vessels in the period from January 2016 to December 2017 were prospectively collected in a dedicated database and analyzed. End-points were to evaluate perioperative mortality and morbidity with a focus on groin complication. Clinical data such as age, sex and risk factors as hypertension, diabetes, obesity or cigarette
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® in an open thyroidectomy as well as intraoperative blood loss. Postoperative complications were also decreased. They assumed the reduction in hospitalization time was related to a reduction in surgical-site infections and the particular shape of the HF ® helped reduce adverse effects such as recurrent laringeal nerve paralysis. This is likely attributable to the fact that the tissues could be detached, coagulated and dissected with the HF ® in a continuous operation without the need to change instruments. Some studies [8] [9] compared the HF ® to EC in open thyroidectomy and reported that the main advantage of using HF ® in a thyroidectomy was the reduced procedure time. The most frequent complication of surgical femoral access is the lymphocele. Treatment of lymphoceles complicating vascular procedures is controversial. Porcellini et al. 10 recommends a conservative approach to lymphoceles including bed rest, repeated aspirations and pressure dressings on an outpatient basis. The use of HF in vascular surgery is still very limited and few non-randomized studies exist. Santin et al. 11 performed a retrospective non-randomized study on the use of HF ® in inguinal exposure in EVAR, but the choice whether to use HF ® or EC seems to have been an arbitrary one. In our study the results of HF ® were similar to those reported by Satin, as corroborated by the perspective nature of the study. Moreover, by using two devices on the same patient at the same time we avoided the influence of different therapies or risk factors such as cigarette smoking, hypertension and obesity, widely represented in our population. The risk of surrounding tissue injury was lessened with the HF since the amount of heat generated was lower than that required by EC and no electric current passed through the patient's body -an important characteristic of the HF device -since many of our patients have implantable pacemakers or defibrillators which makes them unsuitable for EC 11 . Some limits of the study were the small number of patients due to extensive percutaneous access to the femoral vessels which affected patient recruitment. Technical aspects might also influence the results since the preparation of the femoral vessels was performed by different surgeons and so the experience of the operator could have a role in the presentation of wound complication however this cannot be ascertained from the data we collected. Therefore, a more refined surgical technique and familiarity with the instrument are required to avoid unwanted surrounding tissues damage and more conclusive results.
V. CONCLUSION
In conclusion, despite the limited number of patients treated and a possible bias regarding the different operating surgeons, our experience resulted in a statistically significant difference between HF and EC in both complication and morbidity rates. Further studies with a larger sample size are needed to demonstrate the advantages of HF in accessing the femoral vessels. [3] Bracale UM, Merola G, Del Guercio L et al. Emergency endovascular management of the common femoral artery rupture due to radiotherapy
